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Dear Mr. R. Stienen, 
 
 
Hereby I present to you the results of the laboratory investigation, that was carried out by your request (ref SO09186) 
 
 
Hoping this information will meet your approval, 

Theo Duijzings 
Project Manager HSE & Water Services 

Yours sincerely, 
 
Intertek Polychemlab 
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Zwemwater Zuid WIllemsvaart 

 21984278 

Authorised 

29-04-2014 

13:30 

55BTSP1 Total Sports Weert (Zuidwillemsvaart-Biesterbrug) 

Sample ID 
Sample matrix 
Sample description 
Date sample taken 
Sampling time 
Sampling receiving laboratoty 
Sampling status 
Samplin point 

:   
: 
:   
:   
:   
: 
:   
: 

Surface water 

29-04-2014 

Parameter Unit Result 

X coördinate 177.183 

Y coördinate 363.204 

Sample taken by Guus Wauben 

Name client Total Sports Weert 

Prescription of natural (not chlorinated) zwimming  
water 

conform Q 

Depth sample taken 0.1 m 

Acidity field 7.95 Q pH-eenhede 

Oxygen saturation 99 Q % 

Oxygen field 9.5 Q mg/l 

Conductivity 543 Q uS/cm 

Air temperature in gr. Celcius 13.6 °C 

Water temperature in gr. Celcius 16.8 °C 

Dicernment Secchi 14.0 dm 

Bottom is visible No 

Color: 0 normal /1 variant 0 

Dirt: 0 normal  / 1 variant 0 

Foam: 0 nomal  / 1 variant 0 

Odor: 0 normal /1 variant 0 

Oil: 0 normal /1 variant 0 

Intestinale Enterococcen (microtiter) 144 Q n/100ml KVE 

Exceeded standard No 

Escherichia coli (microtiter) 161 Q n/100ml KVE 

Exceeded standard N0 

De met "Q"  gemerkte analyses zijn door de RvA geaccrediteerd (regnr. L377).Adviezen, interpretaties en opinies zijn niet geaccrediteerd. 
De Algemene Leveringsvoorwaarden Intertek Polychemlab B.V. gevestigd te Geleen, Nederland, zijn van toepassing op en integraal onderdeel van alle te verrichten onderzoeken, te leveren van diensten en adviezen; waar 
van toepassing aangevuld met klant specifieke nadere overeenkomsten. 
Resultaten van onderzoek hebben uitsluitend betrekking op de onderzochte monsters; meetonzekerheid is op aanvraag beschikbaar. 
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Parameter M.O.  Unit  Reporting  
limit 

Methode 

X coördinate Own method 

Y coördinate Own method 

Sample taken by 

Name client 

Prescription of natural (not  
chlorinated) zwimming water 

Conform NEN-EN-ISO 19458 

Depth sample taken m 

Acidity field Conform NEN-ISO10523 pH-eenhede 

Oxygen saturation Conform NEN-ISO 5814 % 

Oxygen field Conform NEN-ISO 5814 mg/l 

Conductivity Own method 5 uS/cm 

Air temperature in gr. Celcius °C 

Water temperature in gr. Celcius °C 

Dicernment Secchi Conform NEN 6606 dm 

Bottom is visible 

Color: 0 normal / 1 variant 

Dirt: 0 normal  / 1 variant 

Foam: 0 nomal  / 1 variant 

Odor: 0 normal / 1 variant 

Oil: 0 normal / 1 variant 

15 Intestinale Enterococcen (microtiter) Conform NEN-EN-ISO 7899-1 4,1 log10 n/100ml KVE 

Exceeded standard Own method 

15 Escherichia coli (microtiter) Conform NEN-EN-ISO 9308-3 3,7 log10 n/100ml KVE 

Exceeded standard Own method 

Onder M.O. wordt verstaan de uncertainty in %, k=2 (exclusief monstername). 
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